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PREFACE 

A study of several phases of vacuum science and technology form the 
subject matter of this program. 
gauges, the analysis of various pumping mechanisms, and improved vapor j e t  
pump design, cryogenic adsorption predictions, and cold welding studies are 
included . 

The characterist ics of some ultra-high vacuum 
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SUMMARY 

Several phases re la t ing t o  the attainment and measurement of u l t r a -  
high vacuum are reported below. The phases covered are: response character- 
i s t i c s  fo r  Redhead and Kriesman gauges, determination of the gases present i n  
UHV systems with o i l  diffusion and getter-ion pumping, the improvement of an 
adsorption calculation, the design of a dual expansion nozzle for  vapor j e t  
studies, the construction of a f i e l d  emission microscope for  UHV analysis, and 
i n i t i a l  operation of the extreme high vacuum system. 

The response of magnetron gauges i n  t h e i r  or iginal  form and wi th  a 
cesiation treatment i s  reviewed. Numerous data  have shown tha t  a characteris- 
t i c  break from l inea r i ty  and cutoff level exists for the magnetron gauges and 
tha t  the pressure values at which these character is t ics  occur can be lowered 
by a cesiation treatment (see Section 111-A below and NASA Report CR-84). 

An analysis of the gas species present i n  a U I N  system with get ter-  
ion and o i l  diffusion pumping has shown many interest ing comparisons. An i m -  
portant discovery was made regarding the operation of o i l  diffusion p~ traps.  
A combined cryogenic and chemical trap has shown the a b i l i t y  t o  give more re- 
liable and economical service. 

The physical adsorption isotherm based on a triangular s i t e  model 
has been improved i n  several ways. 
from this isotherm were not i n  agreement with experimental values. 
there were questions regarding several of the input values so tha t  the theory 
could not be immediately checked. 
covered and corrected. 
dictions from the theory. 
t i on  1 1 1 - C  below; quantitative values w i l l  be computed and described i n  the 
next Sumary Report. 

The quantitative values or iginal ly  computed 
However, 

One incorrect input value has now been dis- 
This change w i l l  greatly improve the quantitative pre- 

The improved theory i s  br ie f ly  suwaarized i n  See- 

A vapor nozzle with dual expansion chambers has been designed. 
Florescu's prediction regarding the operation of such a nozzle w i l l  be thor- 
oughly tes ted with the  vapor j e t  t e s t  apparatus (see NASA Report CR-84) and 
this new nozzle assembly. 
continuwaly varied during UHV operation of this t e s t  nozzle. Thus, a suf- 
f i c i e n t  range of performance may be recorded t o  give a def ini t ive analysis of 
this vapor j e t  design. 

The opening or gap t o  the expansion chambers may be 

An electron f i e l d  emission microscope has been constructed; some 

Leak 
An 

design and operational characterist ics are  discussed. 
system, t o  which the microscope w i l l  be attached, i s  also discussed. 
detection, degassing, and treatments t o  the electronics are described. 
improved signal-to-noise level was required for  the p a r t i a l  pressure analyzer 
t o  measure the low pressures i n  this system. A method for  reducing the back- 
ground leakage currents (and the origin of the currents) i s  described'. 

The extreme high vacuum 
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I. INTRODUCTION 

The simulation of a given vacuum or known environment i s  required by 
many research programs. 
between materials requires tha t  the materials be pure; that the surface be 
clean; or that the tes t  environment be known and controlled. The required 
l eve l  of accuracy for  these conditions i s  often greater  than present technology 
provides, especially i n  the case of space simulation. 

The investigation of physical or chemical interactions 

For example, a number of space simulation experiments specify a 
vacuum of 10-13 t o r r .  
within the a b i l i t y  of present technology. Eowever, the measurement of lo-= 
t o r r  i s  questionable. 
estimation are capable of operating i n  this range, w h i l e  standard techniques 
and commercial equipment fa i l .  
sure of the leve l  required for  space simulation i s  a t  best  uncertain. 
adsorption isotherm predictions for  idealized conditions indicate, as mentioned 
above, t ha t  it should be sossible  t o  a t t a in  10-13 t o r r  QT lower w i t h  l iquid 
helium cryopumping techniques. However, the isotherms for  vapor pressures vs. 
quant i t ies  of various gas species cryosorbed by a given panel material are  not 
complete. 
maintained i s  also uncertain. 

The attainment of  this pressure level  appears t o  be 

Only a f e w  i n t r i ca t e  research instruments fo r  pressure 

Thus, the a b i l i t y  t o  measure a specified pres- 
Present 

Thus, the length of t i m e  over which a specified pressure can be 

We maysumnlarize this general introduction t o  the problenis of simu- 
la t ing  the vacuum of space by observing t h a t  both the measurement and main- 
tenance of such l o w  pressures are beyond the  a b i l i t y  of standard technology. 
Some special  techniques may be applied, but these research methods are  s t i l l  
i n  the experimental stages. The development of several  such areas of vacuum 
science and technology i s  described i n  this report. 

11. EQUIPMENT AND TECHNIQUES 

The design and construction of several research systems are  described 
below. 
Several research techniques are  described including a method for  removing cesium 
poisoning with a hydrogen discharge. 

Inciuded are 8 f i e l d  emission microscope and a dual nozzle vapor j e t .  
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A .  Vapor-Jet Pumping Mechanism 

A review of available l i t e ra ture  on diffusion pump operations has 
suggested t h a t  previous analyses of the vapor-jet pumping mechanism have not 
been conclusive. 
when the vacuum system pressure i s  low. 
j e t  speed and high concentration of working f lu id  are  necessary t o  maintain 
good performance. 
ing t h a t a t  high j e t  densi t ies  an appreciable rebounding of gas molecules was 
the limiting factor i n  pump speed, while a j e t  of low density does not work 
effect ively at high speeds. I n  addition, f l u id  heating tends t o  increase con- 
centration faster than it increases speed. Par t ly  due t o  the increase i n  con- 
centration and par t ly  due t o  the relat ively low speed, increased backspreading 
of the vapor occurs a t  high j e t  concentrations. 
periments on the increase of PUMP speed by diverting a portion of the working 
f l u i d  i n t o  a strongly diverging nozzle. 
whether the l imiting pressure for the system w a s  due t o  desorption from unbaked 
walls or t o  backspreading of the vapor in to  the high vacuum side of the pump. 
Other experiments by Kennedy41 suggest tha t  random compression waves from erup- 
t i v e  boiling are an important source of backspreading, especially i n  baffled 
systems. 

The important problem here i s  t o  maintain high pumping speed 
F l o r e s c u  suggests that both high 

On t h i s  basis,  Alexander's?/ r e su l t s  are explained by stat- 

Florescu performed some ex- 

One question regarding the r e su l t s  i s  

A new pump uni t  has been designed t o  t e s t  the Florescu prediction of 
Fig- 

For i l l u s t r a t ion ,  a Florescu- 
higher rate of gas molecule removal by varying the vapor stream density. 
ure 1 shows a p a r t i a l  cutaway of the new uni t .  
type nozzle i s  shown wi th  a spoiler t o  divide the j e t  i n to  two main streams, 
one with high expansion r a t i o  and, hence, high velocity and low density; and 
the  other with moderate expansion r a t io  and, hence, lower j e t  velocity and 
higher density. 
the pump i s  renioved from the vapor j e t  test  apparatus (see R e f .  5) .  
feature of the system i s  a l inear  motion feedthrough by which the nozzle gap 
can be varied while the pump i s  operating. Th i s  feedthrough consists of the 
following uni t s :  a shaft t o  which the cap i s  attached; a section of th in  w a l l  
s ta in less  s t e e l  tubing i n  which thermocouples can be inserted t o  determine 
temperatures i n  the vapor column and the mercury boi ler ;  a bellows assembly a t  
the bottom of the boi le r  t o  permit ve r t i ca l  displacement of the tube; a square 
shaf t  and square hole bushing t o  reduce the danger of twisting the bellows 
assembly; arid a ?Azeaded shaft  through a 'hucroneter" d i a l  t o  indicate the 
nozzle gap. 

The system i s  designed so tha t  j e t  caps can be replaced when 
The main 

Florescu, N. A . ,  Australian J. Appl. Sci . ,  E, 305 (1957). 
Florescu, N .  A . ,  Vacuum, - 10, 250 (1960). 

?/ Alexander, P., J. Sci.  In s t r . ,  23, 11 (1946). 
4/ Kennedy, P. B.,  1961 Trans. of the Eighthvacuum Symposium and Second Inter-  

Bryant, P. J., C. M. Gosselin, and L. H. Taylor, NASA Contractor's Report 
national Congress, 320,Pergamon Press (1962). 

CR-84, pp. 6-19, July 1964. 
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I l l  , t=-”w””EvEEL 

Fig. 1 - T e s t  apparatus for  experimental diff’usion pump nozzles. A nozzle 
wi th  dual expansion chambers i s  shown. 
vides for  continuous variation of nozzle gap during operation. 

The drive mechanism pro- 
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Both heater tapes and a r ing heater are provided. so t ha t  thermal gradients 
within the mercury can be controlled t o  reduce eruptive boiling. 
gap can be varied t o  check the sensi t ivi ty  of pump speed t o  nozzle spacing a t  
a given boi ler  temperature. The present method of gap variation with a posi- 
t i ve  mechanical attachment w i l l  avoid the  blow-off problem encountered with 
the pump assembly described i n  R e f .  5. 
system w i l l  permit f i t u r e t e s t s w i t h  various cap designs. 

The nozzle 

The interchangeability of caps on this 

B. Field Emission Microscope 

The electron f i e l d  emission microscope was specially constructed by 

shows the electronic control un i t  and microscope 
the Cen t ra l  Scient i f ic  Company according t o  the design given i n  the last 
Quarterly Report. 
tube. 
constructed. The microscope w i l l  be used i n  d i rec t  conjunction with the sensi-  
t i ve  p a r t i a l  pressure analyzer for  adsorption studies and gas pressure observa- 
t ions.  

Figure 2 
Emission t i p  assemblies of both tungsten and platinum have a l so  been 

The microscope tube i s  constructed of pyrex glass and s ta in less  s t e e l .  
A housekeeper's type glass t o  metal seal i s  incorporated f o r  use i n  l iquid 
nitrogen. This sea l  does not employ the usual kovar metal t o  graded glass 
connection. The pyrex glass  is  sealed d i rec t ly  t o  a s ta in less  s t e e l  tube which 
has been reduced t o  a th in  wall i n  the v ic in i ty  of the seal.  
thermal expansion between the glass  and metal may be accommodated by the th in  
w a l l  s ta in less  tube over a wide tenqerature range. 
be exposed t o  temperatures from 450°C t o  -195'C f o r  bake-out and l iquid ni t ro-  
gen operation. 

Variations of 

The microscope tube will 

Magnification values available wi th  the present t i p  arrangements a re  
from one t o  f ive million times. 
but lower values were chosen so tha t  the microscope could be used most effec- 
t i v e l y  i n  the ultra-high vacuum range. 
serves t o  display a larger  area of the t i p  on the viewing screen. After pre- 
liminary experiments are completed, the magnification w i l l  be reduced t o  
100,000 times so tha t  10-8 cm? of the metal t i p  surface may be observed. 

Higher magnifications could easi ly  be attained, 

The lower magnification arrangement 

The control un i t  shown i n  Fig. 2 provides a high vdtage supply for  
electron emission and a filament current supply fo r  degassing the t i p .  
high voltage source i s  continuously variable from zero t o  5,000 v. with posi- 
t i v e  ground fo r  safety. 
scope tube i s  attached t o  ground (through the metal flange) and serves as a 
grounded anode. The ntetal t i p  which i s  safely isolated from the metal flange 
may be driven as low as 5,000 v. below ground. 

The 

That is, the conductive coating on the glass micro- 
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Contaminants on the metal t i p  may be removed by selectively heating the t i p  
holder. The variable filament current supply is  provided fo r  this purpose. 
Since this later power supply i s  well isolated from ground it i s  possible t o  
f l o a t  it on the negative 5,000 v. output, thus giving the combined a b i l i t y  t o  
degass the t i p  w h i l e  operating the microscope. Observation of the degassing 
process w i l l  be par t icular ly  interesting and usef’ul. 

C.  Preparation of the Extreme High Vacuum System 

The vacuum system (NASA, G-1769) which w a s  described i n  the last 
repor& has been prepared fo r  low pressure operation. 
and degassing cycles have been completed. 
was raised along with a net gain of the signal t o  noise r a t i o  by a cesiation 
treatment. 
poisoning. 
reduction method was found t o  be successful. Each of these preparatory pro- 
cesses i s  described i n  more d e t a i l  below. 

I n i t i a l  leak detection 
The sens i t iv i ty  of the gas analyzer 

An increase of the electronic background occurred due t o  a cesium 
Several remedies for  this problem were examined and a hydrogen 

The vacuum system was baked a t  4OO0C for several days. The tempera- 
ture of the analyzer was raised t o  417°C so tha t  a portion of the cesium 
n i t r a t e ,  which had been placed i n  the ion detector chamber, would decompose. 
The cesium liberated during this process reacts  with the dynode surfaces of 
the ion detector. The addition of cesium t o  the dynodes lowers the work func- 
t i o n  of t h e i r  surfaces and thus raises  the output signal of the detector for  a 
given input signal. Following the bake cycle, the tungsten filaments i n  the 
ion gauge and i n  the ion source of the analyzer were outgassed f o r  one week. 
The system was then cooled t o  room temperature. The pressure as indicated by 
an ion gauge was i n  the low t o r r  range. 

The 10-9 t o r r  measurement was not an indication of the system’s u l t i -  
mate pressure capabili ty since at  this point it w a s  a t  room temperature and 
was f’urther limited by the unbaked parts of the auxiliary pumping uni t .  
15 l /sec ion pump and associated plumbing w i l l  be sealed off from the main 
system fo r  lower pressure operation. 

The 

Before f i l l i n g  the 85 l i t e r  capacity dewar with l iquid nitrogen, an 
However, the background attempt w a s  made t o  analyze the gases i n  the system. 

current genera+,ed by the ion detector portion of the p a r t i a l  pressure analyzer 
was so high (10-7 amp) t ha t  no peaks could be distinguished from t h i s  resiadal 

Bryant, P. J . ,  Quarterly Status Report No. 5, Contract NASr-63(06), August 
1964. 
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current. 
paths across the surfaces of the insulators i n  the ion detector. 

It was determined that cesium compounds had formed low resistance 

Several techniques were t r i ed  i n  an attempt t o  eliminate the conduc- 
t i ve  paths. 
paths by a high voltage discharge along the insulators.  
cesium compounds was a t t e q t e d  by baking fo r  72 hr. a t  250’C. 
two methods was successful. 
of  hydrogen w a s  then t r ied .  

F i r s t ,  a t e s l a  c o i l  was employed i n  an e f fo r t  t o  break down the 
Evaporation of the 

Neither of these 
A t h i rd  technique involving the chemical ac t iv i ty  

The technique based on a reduction of the cesium compounds i n  a hy- 
drogen discharge was successfil ly employed. 
a pressure of 10-2 t o r r  by means of a nickel diff’user. 
1 t o r r )  ion gauge* was also used. 
2,500 v. potent ia l  was maintained across the ten dynodes of the  ion detector 
(or about 250 v. across each pa i r  of dynodes). 
ing leakage currents i n  the detector, was monitored. 
decreased s teadi ly  t o  about 
tablished within the system. 
charge f o r  3 min. 
t o  the 10-8 t o r r  range. 
represented a decrease of f ive  orders of magnitude due t o  the hydrogen dis-  
charge technique. 

Pure hydrogen gas was admitted to 
A high pressure (up t o  

During the diffuser operation period a 

The backgroud current, includ- 
This residual  current 

arq. A hydrogen gas discharge was then es- 

The diffuser was turned off and the system was pumped darn 
The detector was operated i n  this gaseous d i s -  

The background current was then 1.5 x 10-12 amp. which 

The extreme high vacuum systex i s  now ready fo r  a gas analysis and 
an ult imate pressure determination. 
operation. 
t ec to r )  w i l l  decline and require a reactivation with cesium. Following several  
reactivation cycles the cesium poisoning problem w i l l  recur. The hydrogen 
reduction technique described above w i l l  then be reapplied. Special techniques, 
such as described above, a re  necessary for operation i n  the extreme high vacuum 
range. 

The system w i l l  then be ready for regular 
Periodically, the sensi t ivi ty  of the electron m l t i p l i e r  (ion de- 

111. RESULTS AND CONCLUSIONS 

Results f’rnm three research phases are presented below. 
from a detai led study of magnetron type vacuum gauges are  given. 
of a series of gas analyses i n  UHV systems are reported as a function of the 
type of punping employed and the mechanism of trapping used. 

Some resu l t s  
The results 

The discovery of 

* A Varian Mi l l i to r r  gauge. 

- 6 -  



an improved t r ap  for use with o i l  dif??usion pumps i s  reported. 
physical adsorption isotherm i s  surnmarized. 
for  improved quantitative predictions with t h i s  theory. 

An improved 
Recent corrections give promise 

A .  Response of Magnetron Type Vacuum Gauges 

The previous S U I I ~ ~ S ~ Y  r e p o r t g  described the development of ritethods 
Since t o  analyze and t o  alter the response of magnetron type vacuum gauges. 

t h a t  t i m e ,  a large quantity of data have been recorded and several  new charac- 
t e r i s t i c s  have been determined. 

The character is t ics  of magnetron gauges were determined by means of 
Standard t r iode ionization a conductance regulated flow method (see Fig. 3) .  

gauges were used t o  es tabl ish the value of conductance between the reference 
and t e s t  gauge positions. A magnetron gauge w a s  then placed i n  the t e s t  po- 
s i t i on  and a range of pressure values was covered by varying the flow rate of 
helium gas from the vycor glass diffuser. 
t o  a l eve l  of par t s  per million.) 
point and chemically i n e r t  nature gave assurance t h a t  the UHV pump would be 
the only gas sink i n  the system. 
values within the molecular flow range, which are of i n t e re s t  i n  this study of 
gsuges . 

(The helium from t h i s  source i s  pure 
Helium w a s  employed because the low boiling 

Thus, the pressure r a t i o  remains constant fo r  

Figure 4, gives an indication of the improvement which cesiation e f -  
f ec t s  upon the response of magnetron gauges. 
deviates from a l inear  response a t  a pressure of 7 x 
proximately one order of magnitude beiow l inear i ty  for  a pressure of 2 x 
t o r r ,  as shown i n  Fig. 4. A cesiated gauge, with a moderate sens i t iv i ty  rise 
of two t i m e s ,  goes in to  the nonlinear region a t  one-half of the previous value 
or 3.5 x 10-10 t o r r  and follows a response l ine  of different  slope so that it 
is i n  e r ror  by only 2.5 times (rather than 10 t i m e s )  f o r  the same pressure 
value of 2 x 10-11 torr .  

The average non-cesiated gauge 
t o r r  and f a l l s  ap- 

The character is t ics  which have been observed for  magnetron gauges 
may be outlined as follcws: (1) the break from l inear  response occurs con- 
s i s t en t ly  at  the same value of ion current fo r  various gauges; (2)  the non- 
l inear  response i s  different for various gauge tubes; and (5) 6. lover lidt 
f o r  operation of the magnetron (i.e., a cutoff level)  exists. 

1/ Ibid.,Ref. 5, pp. 56-60. 
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The character is t ics  which r e su l t  from a cesiation treatment of magnetron 
gauges may be summarized as follows: 
i s  raised (i .e. ,  a sens i t iv i ty  rise); ( 2 )  the nonlinear response of various 
tubes i s  raised and s tabi l ized a t  one value; and (3) cutoff occurs a t  a lower 
corresponding pressure. 

(1) the ion current t o  pressure response 

These observed characterist ics are indicative of the fundamental 
process by which the magnetron operates. 
mode of the discharge. 
of the problems involved when a magnetron i s  employed as a gauge. 
a l so  improved the response of the gauges i n  the l inear  range by increasing 
sens i t iv i ty  and i n  the nonlinear range by lessening the divergence from l ine-  
a r i t y  and by sustaining the discharge to  a lower pressure. 

Each response mode corresponds t o  a 
The cesiation resul ts  were very useful as indicators 

Cesiation 

The resu l t s  outlined above were obtained with Redhead cold cathode 
A collection of a l l  the data obtained with normal and ce- magnetron gauges. 

siated Redhead gauges w i l l  be included i n  the forthcoming Summary Report. 

Some preliminary resu l t s  have been obtained with the Kriesman cold 
cathode discharge gauge. 
character is t ics  of magnetron gauges. However, the break from l inea r i ty  and 
decay t o  cutoff occurred a t  considerably higher pressures for  the Kriesman 
gauge than for the Redhead gauge. 

The data show a s imilar i ty  t o  the general response 

Additional analyses are  now being conducted. 

B. Analysis of a Vacuum System with Both O i l  Diffusion and Getter-Ion Pumping 

The residual gases above a chemically trapped o i l  diffusion pump 
have been deternuned. The diffision pump, special  chemical t r ap  and -partial 
pressure analyzer used i n  this work have been described e a z l i e r . 3  DC-705 
s i l icone o i l  was chosen as the diff’usion pump f lu id .  
s is , the PPA system, the chemical t rap  and the plumbing connecting the t r ap  t o  
the i n l e t  of the diffusion pump were baked t o  400°C.  
the system w a s  from 1 t o  2 x The background t o t a l  pressure fn  the 
PPA system (ion pumped and isolated from diffusion pump by a valve) was from 
5 t o  8 x t o r r .  

Preceding the gas analy- 

The t o t a l  pressure i n  
tor r .  

The species and amounts of the residual gases were determined to be 
a function of the temperature of the chemical t rap.  The predominant gases 
found i n  the system were HQ, CH4, H20, CO, A, C02, and c&. 
plays the  re la t ive  changes which occurred for  the various t e s t  conditions. 

Figure 5 d i s -  

Ibid.,Ref. 5, pp. 20-29. 
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The carbon monoxide and argon peaks were determined t o  be strongly 
influenced by the 8 l /sec ion pump which i s  i n  the PPA system. 
these two gases w a s  much less when the diffusion pump was operating. 

The amount of 

The mass 30 peak showed a significant rise as the operating tempera- 
ture of the t r ap  increased. 
25, 26, 27, and 29 (not shown) very l ike ly  indicated a buildup, of ethane 
(C2H6) i n  the system. 
these peaks, additional data must be processed i n  order t o  substantiate this 
conclusion ( i .e . ,  the presence of C2%). 

The increasing peak a t  mass 30 along with masses 

However, because of the small signal t o  noise r a t i o  for 

The cracking pattern for  benzene i s  one of the character is t ic  pat- 
terns observed fo r  DC-705 o i l .  
was operated with the chemical t r ap  at room temperature. 
iments has a lso shown tha t  there i s  very l i t t l e  difference i n  the residual 
gases present i n  the system when the t rap temperature was e i ther  -195OC or 
-80°C. 
c a l  refr igerat ion or  C02 would have essent ia l ly  the same efficiency as would 
t raps  operated a t  l iquid nitrogen temperature. T h i s  discovery i s  important 
for  the e f f i c i en t  and economical operation of o i l  diffusion pumped systems. 
The maintenance 
of the nitrogen leve l  or loss  of the coolant during a long term experiment has 
often nul l i f ied  the experimental resu l t s .  
r e l i ab le  source of coolant. The resu l t s  of this program have shown tha t  chemi- 
c a l  t raps  cooled t o  moderate temperature are as effective as l iquid nitrogen 
traps.  
very useful  for  vacuum systems employing o i l  diff’usion puws. 

However, CgH6 was not detected u n t i l  the  system 
T h i s  se r ies  of exper- 

These experiments show tha t  chemical t raps  cooled t o  - 8 O O C  by mechani- 

of l iquid nitrogen t raps  has long been a problem. Fluctuation 

Mechanical refr igerat ion i s  a more 

Therefore, t h i s  new more re l iab le  means of trapping should prove t o  be 

The analysis of mass spectrometer data i s  a time-consuming process. 
Therefore, a study i s  being conducted t o  determine the f eas ib i l i t y  of using a 
computer t o  assist i n  the processing of re la t ively large amounts of data. 
such a program many gas cracking pattern spectra could be analyzed fo r  each 
experimental condition. Therefore, enough data could be processed so tha t  
s t a t i s t i c a l  averages would be calculated i n  a re la t ive ly  short  time. 
s t a t i s t i c a l  averaging i s  highly desirable when working i n  regions where the 
s ignal  t o  noise r a t i o  is low; e.g., errors due t o  spurious peaks or electronic 
anomalies would be greatly reduced. 

With 

Note that 

C.  A Physical Adsorption Isotherm for Iner t  Gases 

The physical adsorption isotherm theory developed e a r l i e r g  has been 
revised by improving the energy expressions fo r  the mnolayers adsorbed. The 

Ibid.,Ref. 5, pp. 30-55. 
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I 

t r i a n g u l a r  s i t e  model, shown i n  Fig. 6, i s  used i n  preference t o  the BET l inear  
model. 
sorbed pa r t i c l e  interactions and an improved treatment of nearest neighbor 
interactions on the mathematical eqress ions  i s  shown. 

The effect  of the introduction Of an energy which i s  dependent on ad- 

When the dependence of the energy of a pa r t i c l e  i n  one layer of ad- 
sorbed gas on the presence of a l l  other layers present i s  included i n  the 
energy constraint  equation (Subsection (A) of R e f .  9), the re la t ion  becomes 

i s  the energy of the j t h  energy leve l  i n  the gas, n i s  the 
i s  the t o t a l  energy of the 

gJ where egj 
number of gas pas t ic les  occupying t h i s  level,  E 
system, X i s  the number of par t ic les  i n  the r t h  adsorbed layer, there are  
M adsorbed layers which have nonzero occupation numbers, and EJ i s  the e f -  
fect ive adsorption energy. 
of  the energy of adsorption fo r  a par t ic le  i n  the 
coverage of the j t h  layer, , by the expression 

5 
The effective adsorption energy i s  defined i n  terms 

j t h  layer, W j  , and the 

The expression for  y j  
sion 

from Eq. (21) Ref. 9, must be set equal t o  the expres- 

where p i s  the pressure, m i s  the mass of a gas par t ic le ,  T i s  the absolute 
temperature, ko i s  the Boltzmann constant, and K i s  a f inct ion of physical 
constants expl ic i t ly  indicated i n  Eq. (52) of Ref. 9. 
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The energy of adsorption fo r  a pa r t i c l e  i n  the j t h  layer i s  s t i l l  

Although the numerical calculations are  based on a 
t reated as a sum of an adsorbate energy and the interact ion energy with a l l  
other adsorbed par t ic les .  
Lennard-Jones (6-12) potential ,  the expressions for  the energy are no longer 
based on an (n-2n) potential ,  but on a general po ten t ia l  with an a t t r ac t ive  
-nth power portion and a repulsive -mth power portion. We s t i l l  r e t a in  the 
requirement that the a t t r ac t ive  potent ia l  power be greater than 3. 
ing eq res s ions  give the adsorbent contribution t o  the energy of adsorption: 

The follow- 

where 
action between one gas pa r t i c l e  and one atom from the adsorbate, D 
equilibrium distance between the centers of the par t ic les  adsorbed i n  the f i rs t  
layer and a representative surface, No i s  the density of adsorbate molecules, 
and d i s  the distance between the plane of centers for  layer j and the 
plane of centers for layer L i n  uni ts  of D . Figure 7 shows D and a J = 

D d j  
action of the adsorbed par t ic les .  

eI i s  the maximum a t t rac t ive  energy i n  the (A-k) curve for  the in te r -  
i s  the 

as w e l l  as the dimensions used i n  the calculation of cooperative in te r -  

For adsorbed par t ic les  which are not nearest neighbors, the z-func- 
t i on  developed earlier i s  s t i l l  used, but it i s  generalized t o  an (n-m) po- 
t e n t i a l ,  

n 

z ( r )  = , 

where Q i s  the maximm a t t rac t ive  energy between two par t ic les ,  D i s  the 
distance of closest  approach, and go i s  the number of adsorbed molecules per 
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un i t  area i n  a complete layer. 
neighbor re la t ion  t o  the par t ic le  of the 
contributes an amount t o  W j  of Wi j  , where 

I f  the i t h  layer has no sites with a nearest 
j t h  layer under consideration, it 

W i j  = ei z(Iai-a-I) J . (7) 

Except for layer j=1 , there i s  one layer i n  which three nearest neighbors are 
guaranteed, the j-1 layer, with a contribution 

where R '  i s  the nearest neighbor distance for  two layers and p i s  chosen t o  
make 
j-1 . Now one has t o  consider the probability of nearest neighbors i n  the j 
and j+l layers. A decent approfirnation t o  t h i s  probability can be obtained 
with the function Pj defined as  follows: 

z(p) equal t o  the contribution from t h e  next nearest neighbors i n  layer 

By using t h i s  function, one can write the last two contributions t o  the cooper- 
a t ive  energy as follows: 

where w i s  chosen t o  make Z ( W )  equal t o  the contribution from all second- 
nearest  neighbor s i t e s  i n  the same layer. 
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The energy of adsorption can now be writ ten 

where fi i s  one when j i s  not one and zero when j i s  one. The effect ive 
adsorption energy can be developed from Eqs. (2) and (12) and writ ten as: 

Numerical values w i l l  be computed with this improved theory and included i n  the 
forthcoming Summary Report. 
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